largest vertical diameter of the right orbit is 4'6 cm., that of the left 4' 1 cm.; the largest horizontal diameters are 4 1 cm. and 3.9 cm. respectively.
THE introduction of the electric ophthalmoscope has greatly increased facilities for the examination of the interior of the eye, but the internal position of the source of the illumination within the instrument has produced certain new difficulties which the older reflecting ophthalmoscope did not possess. The electric lamp within the stem of the electric ophthalmoscope throws a beam of light parallel to the instrument, and this beam must be bent at right angles to enter the eye of the patient. Prisms and mirrors of various designs have been used to effect this bending. The desideratum is such a complete bending of the rays of light into the eye of the patient that the surgeon has a clear peep-hole through the instrument along the beam of light, and free from all disturbances such as will be caused by rays of light that may be diverted backward from the instrument so as to reach his own eye. If there are such aberrant rays the surgeon cannot see the fundus clearly by reason of the haze that is caused by the rays. The effect is somewhat similar to that disturbance to visibility produced by the rays of the head lamps of a car when there is a slight mist at night. These disturbing effects have become more evident with the increase in power of the light available.
The aberrant rays are brought about by several conditions. If a glass mirror with a drilled hole be used in the ophthalmoscope the beam of light will impinge upon the upper edge of this hole, and no matter how it may be blackened, this edge will scatter a blaze of disturbing light. If the mirror has no drilled hole but only a gap in the silvering, the hinder surface of the glass itself will reflect any light that may fall upon it from above the ophthalmoscope, and the slightest imperfection in the glass or dust upon it will increase the disturbance.
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To overcome this defect, Marple cut out the upper edge of the mirror and used one of U shape. It was very successful, but the mirror was too fragile. A polished stainless steel mirror of U shape was substituted, but this has two drawbacks in that it has a lower reflecting power, and soon scratches, still further reducing the amount of light reflected. Prisms, such as were used in the first ophthalmoscopes, avoided some of the difficulties, but if they are well designed they are costly and permit very little variation of the beam, while the inexpensive ones are inefficient.
Recently, in discussing electric ophthalmoscopes with Mr. J. W. Tudor Thomas, of Cardiff, he told me that there had come into his possession an instrument, the origin of which he did not know, which Section through mirror fitted with glare shield. was free from these defects. A 
